














88Endograft limb trimming and resheathing can be
an alternative for emergent aortic repair without
adequate stent graft availability
Francisco Álvarez Marcos, MD, MSc, Delfín Couto Mallón, MD, Pilar Vilariño López-Barranco, MD,
Jorge Vilariño Rico, MD, PhD, Francisco José Franco Meijide, MD, and Santiago Caeiro Quinteiro, MD,
Coruña, Spain
Endograft limb trimming can be an easy customization to perform in some emergent setups and when alternative adequate
covered stents are lacking. A man aged 74 years presented with aortoenteric ﬁstula and hemodynamic instability years after
an aortobifemoral bypass, and a 56-year-old woman was admitted with acute ischemia due to an aortic ulcer-like lesion. In
both cases, tabletop deployment and removal of two stents from an Endurant iliac limb (Medtronic, Fridley, Minn),
followed by resheathing and deployment, allowed successful repair as a bridging therapy for open surgery. Both patients
are alive and without walking impairment 8 and 6 months later, respectively. (J Vasc Surg Cases 2016;2:88-91.)The spread of endovascular techniques entails the need
of a vast armamentarium available for vascular surgeons
worldwide. Proper planning should offer good perfor-
mance and reliability for most cases,1 although some situa-
tions require adaptive solutions because of the emergent
need of repair, delay in the material’s availability, or both.
We present two cases in which a conventional endograft
component (iliac limb) was customized for a rapid endo-
vascular solution in the infrarenal aorta; both patients
signed a dedicated consent form before this report.CASE REPORT
Case 1. A 74-year-old man was admitted to the emergency
department with abdominal pain and hemodynamic instability,
maintained with vasoactive drugs. The patient’s comorbidities
included Sjögren syndrome and autoimmune hepatitis. Previous
abdominal interventions included an aortobifemoral bypass
because of severe buttock claudication, a complicated appendec-
tomy 3 years later, a reintervention due to adhesions, and an
intestinal resection with colostomy, reconstructed a year later.
On admission, the main diagnostic suspicion was an aortoenteric
ﬁstula, although computed tomography showed no active extrava-
sation of contrast material (Fig 1).Complejo Hospitalario Universitario de A Coruña (CHUAC).
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exposed and punctured, and above-renal angiography conﬁrmed
an 82-mm distance between the lowest renal artery and the bypass
bifurcation. On the back table, a 93-mm Medtronic Endurant iliac
extension (Medtronic, Fridley, Minn) was ﬂushed and prepared in
the conventional way (16-mm proximal and 20-mm distal diame-
ters). While being held in place, the outer sheath was retracted and
the two proximal stents were deployed, holding the third inside the
delivery sheath (Fig 2). A scalpel was used to section the fabric
between the second and the third nitinol stents, resulting in a
length loss of 21 mm for a ﬁnal customized graft length of
72 mm. The outer delivery sheath was replaced in its original
position, and the iliac limb could be deployed under ﬂuoroscopy
without complications. The completion angiogram showed no
active bleeding or endoleaks. The patient recovered with immedi-
ate hemodynamic stability, no further drop in serum hemoglobin
level, and remarkable improvement in his abdominal pain.
Thirteen days after the procedure, the bifurcated graft was
removed and replaced by a silver-coated Dacron graft. A full
duodenectomy was performed, and the retroperitoneal area was
secured with a vast omentoplasty. Pseudomonas aeruginosa and
Candida glabrata were isolated in the microbiologic studies
performed on the graft, and the correspondent antimicrobial ther-
apy was administered. However, positron emission tomography
performed 10 weeks after the reconstruction showed active leuko-
cyte activity in the graft bifurcation, correlated with some collec-
tion-like images in the same area. Thus, in a new procedure, the
silver-coated graft was explanted and an axillobifemoral bypass
was performed, with good immediate results. The patient is active
and walking 8 months after the ﬁrst procedure, without fever or
inﬂammatory symptoms.
Case 2. A 56-year-old woman previously observed at the
clinic for stable bilateral buttock claudication was admitted with
bilateral acute ischemia. A computed tomography scan identiﬁed
an infrarenal ulcer-like aortic lesion, which conditioned a signiﬁ-
cant stenosis of the aorta at that level, in the context of a hypoplas-
tic aortoiliac axis (Fig 3, A and B). Her comorbidities and risk
Fig 1. Centerline reconstruction and measures performed over
computed tomography image showing the distance between the
lowest renal artery (A) and the bifurcation of the previous Dacron
graft, with identiﬁcation of the possible bleeding point (B). The
thrombosed and calciﬁed native aortic axis is right below (C).
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and dyslipidemia.
After three-dimensional reconstruction and case planning,
nondeferrable endovascular treatment was completed by trimmingFig 2. Back-table limb partial deployment and trimming. A
B, The two proximal stents have been deployed while the
C, Fabric cut out right under the second nitinol stent.an 82-mm Medtronic Endurant iliac limb (13-mm proximal and
13-mmdistal diameters).The centerline reconstruction and the sub-
sequent angiographic conﬁrmation indicated a distance of 68 mm
from the lowest renal artery to the aortic bifurcation. Accordingly,
the two proximal stents were removed in a way similar to the
previously described case for an implant length of 61 mm
(Fig 3,C andD). The patient recovered pedal pulses in the operating
room and was discharged under antiplatelet therapy the day after.
Three months after the procedure, some degree of buttock
claudication was reported at the follow-up visit, which correlated
with bilateral common iliac stenosis in the imaging studies per-
formed. To offer a long-lasting ﬁx, the previous repair was
explanted and an aortobifemoral Dacron bypass was performed,
allowing the patient to have full recovery of both pedal pulses
and no walking impairment 6 months after the surgery.
DISCUSSION
Endograft customization with resheathing has been
used as an alternative in select cases. Some authors have
performed successful hand-made fenestrations over stan-
dard infrarenal endografts, mainly Zenith (Cook Medical,
Bloomington, Ind)2-7 and C3 (W. L. Gore & Associates,
Flagstaff, Ariz) devices.8 Others have transformed a bifur-
cated graft into a uni-iliac conﬁguration9 or reversed the
disposition of an iliac limb to change it from a ﬂared to a
tapered conﬁguration.10,11 Some degree of parallelism
with our technique can be found in the trimming of a
Valiant graft (Medtronic) deployed in an acute ascending
aortic penetrating ulcer, reported by Allen et al.12
The main justiﬁcation for this technique is a combina-
tion of anatomic constraints, the lack of large enough
covered stents, and the need of a quick repair. Both diam-
eter and length boundaries were found in our cases. The, Desired length conﬁrmation with a radiopaque ruler.
third is still held in place by the outer delivery sheath.
Fig 3. Computed tomography scan centerline reconstructions before and after implantation (A and D) and intra-
operative angiograms (B and C) of case 2, showing the aortic ulcer and the result after the deployment of the
customized iliac limb.
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covered stents and not big enough to accept standard
endografts; also, the distance between the renal arteries
and the bifurcation (82 mm for the ﬁrst case and 68 for
the second) forced the need of a cutback. The largest
covered stents offer diameters up to 13 to 14 mm because
iCAST/Advanta V12 balloon-expandable stent grafts
(Atrium-Maquet Getinge Group, Hudson, NH) have
availability problems as the company entered a voluntary
consent decree with the U.S. Food and Drug Administra-
tion. Precise anatomic measures, centerline reconstruction
of the target vessel, and intraoperative conﬁrmation with
a sizing catheter were essential to avoid complications.
Our technique permitted quick and safe shortening of
the iliac limb length as Medtronic Endurant II arrange-
ment allows a stent-by-stent deployment for tabletop
modiﬁcation. Special care should be taken to avoid damage
to the internal tubing of the graft delivery system. In our
cases, there was no need to constrain any portion of the
graft as all the remaining stents to be deployed stayed all
the time within the external delivery tube.
The long-term performance of these modiﬁcations
remains to be seen; the ﬁrst graft was explanted 13 days
after implantation and the second needed a redo procedure
12 weeks after. In any case, routine use of this surgeon-
performed solution does not seem acceptable, and if it is
intended to last over time, it should undergo studies under
the Food and Drug Administration’s investigational device
exemptions.13 Nevertheless, advisory statements from the
Society for Vascular Surgery14 discard any of these require-
ments in an emergent context or for compassionateuse, although the latter may require Institutional Review
Board approval.CONCLUSIONS
Medtronic Endurant’s iliac limbs allow a quick and easy
tabletop modiﬁcation for treating emergent cases when
alternative and more adequate materials are lacking,
although routine use should be avoided as any amendment
performed may vary the characteristics and performance of
the endograft.REFERENCES
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